[The problems of parallel infusion].
The parallel infusion of gravity and pump systems on the same vascular access bears dangers for the patient. Occlusions of the vascular access will not be recognized by pump alarm and bolus applications of accumulated drugs can occur. All means to avoid this problem are up to now not satisfying. Especially the use of one-way-valves is not a solution for every case.